Due to ongoing upgradation of medical cyclotron facility at our center, commercially synthesized F-18 FDG was procured for continuity of patient services. The PET scans performed with commercially procured F-18 FDG showed increased tracer uptake in the skeleton and degenerative processes including osteophytes. The logistics of supply were reviewed, and samples were subjected to radiochemical purity testing to look for free F-18. The radioactive fluorine (F-18) was produced using 18 O (p, n) 18 F reaction, and F-18 FDG was synthesized in an automated synthesis module. A total of 2400 mCi of F-18 FDG in 6 ml was dispatched for supply via road transport to a distance of approximately 300 km. There was a gap of 6 h between the end of synthesis till first dose administration. The radiochemical purity at the time of dispatch in all batches was >99%. However, at user end, the radiochemical purity was observed to be suboptimal and decreased with time leading to increased free F-18 content. For preparation with <90% radiochemical purity, purification was done using solid-phase extraction-based alumina cartridge (Waters, USA) shown in Figure 1 . The difference in the radiochemical purity is also appreciable from the biodistribution of F-18 FDG (supplied by the commercial supplier) and repurified F-18 FDG in a patient [ Figure 2 ]. Measures to increase the shelf life of commercially available F-18 FDG are required, considering the time lag between production and tracer administration. Quality control should be done if any alteration in radiotracer distribution is suspected.
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